[Multiagent system for individual artificial hip joint].
Based on the introduction of multi-agent and individual artificial hip joints, this paper reports a multi-agent design system for individual artificial hip joints. Three agents are defined, the first is to optimize the diameter of hip joint, the second for FEM, the third for simulation between the prosthesis and acetabulum cup. The paper lays emphasis on the second agent.